VENTRICULAR FUNCTION

Impact of the ECG gating method on ventricular volumes and ejection fractions assessed by cardiovascular magnetic resonance imaging

BURKHARD SIEVERS, M.D.,* MARVIN ADDO, SIMON KIRCHBERG, ASLI BAKAN, BINU JOHN-PUTHENVETTIL, ULRICH FRANKEN, M.D., and HANS-JOACHIM TRAPPE, M.D.

Department of Cardiology and Angiology, Marienhospital, University of Bochum, Herne, NRW, Germany

Purpose. Most MRI centers currently use prospective ECG triggering and fast gradient-echo sequences for image acquisition. Retrospectively gated sequences allow the coverage of the entire cardiac cycle. There is concern about whether ventricular volumes and ejection fraction (EF) differ according to the gating method used for image acquisition. We sought to evaluate the impact of the gating method on measurements of right and left ventricular volumes and EF in normal subjects.

Materials and Methods. Fifteen subjects with no cardiovascular disease were investigated by MRI using a 1.5 Tesla scanner. Images were acquired with a gradient-echo sequence with steady-state free precession (SSFP) using the standard short-axis method for volume and EF measurements. Images were acquired with 6-mm-thick slices using both prospective triggering and retrospective gating. Left and right ventricular volumes (EDV, ESV, SV) and EF were determined with a commercially available software package (Argus, Siemens).

Results. EDV and SV calculated from short-axis images were significantly smaller with the prospectively triggered SSFP sequence (mean difference: EDV left: 13.9 ± 4.4 mL, p < 0.0001; SV left: 13.5 ± 4.8 mL, p < 0.0001; EDV right: 14.2 ± 3.9 mL, p < 0.0001; SV right: 14.7 ± 5.9 mL, p < 0.0001). EF was significantly smaller for the right ventricle (mean difference /C0 3.6 ± 3.3%, p = 0.0008) and the left ventricle (mean difference /C0 2.3 ± 3.3%, p = 0.02). ESV remained unchanged (mean difference: ESV left: 0.47 ± 3.5 mL, p = 0.6179; right ESV: 0.5 ± 3.7 mL, p = 0.6083).

Conclusion. The gating method has a significant impact on volume and EF measurements. The global ventricular EF is underestimated by using the prospective triggering technique. However, the difference in the left ventricle is small and might not be of clinical relevance.

Key Words: Cardiovascular magnetic resonance imaging; Steady-state free precession gradient echo sequence (SSFP); Prospective ECG triggering; Retrospective gating; Ventricular volumes; Ventricular ejection fractions

1. Introduction

Most MRI centers use prospectively triggered gradient-echo sequences for ventricular volume and EF assessment. Recently published reference values for MRI assessment of ventricular volumes and EF are based on calculations from short-axis images acquired with prospectively triggered sequences (1, 2). It is known that prospectively triggered sequences do not cover the entire cardiac cycle because the acquisition window is set 10–20% below the average cardiac cycle length (Fig. 1A). Therefore, the late diastole of each cardiac cycle is not entirely covered. Thus, end-diastolic volumes might be underestimated by this trigger technique.

In prospectively triggered gradient-echo sequences, the same slice position is excited with a fixed number of radio-frequency (RF) pulses. The number of phases depends on the TR and the heart rate. After a fixed number of excitations per RR-interval, the system waits for the next R-wave, leaving out the late diastole of the cardiac cycle. In gradient-echo sequences with steady-state free precession, such as TrueFISP, this gap of data points in the late diastole usually disturbs the steady state and leads to an increased signal intensity (lightening artifact) in the first images of each cine set (3). This can be avoided by implementing dummy pulses to bridge the gap between the last and the next excitation pulse. Dummy pulses maintain the steady state, although no data points are acquired during this time.

Retrospectively gated gradient-echo sequences cover the entire cardiac cycle, including the late diastole and thus are supposed to be more accurate in volume and EF assessment than prospectively triggered sequences. There are two ways to accomplish the data acquisition: first, by switching to the next segment after each R-wave and second, by collecting enough data for every segment to entirely cover even the longest
cardiac cycle. In the first method, a variable number of time frames for each segment is acquired depending on the cardiac cycle length. Each cardiac cycle is completely covered by only one particular segment. It requires flexibility to switch to the new segment on the fly.

In the second method, a fixed number of time frames is sampled, which is technically easier to implement (3). An arbitrary number of images can be reconstructed in the cine series because data interpolation is used to generate images at any time point in the cardiac cycle. The image acquisition is asynchronous with the ECG. The length of time for each phase-encoding step is set by the acquisition window. A time stamp indicating the time relative to the previous R-wave is stored with each phase-encoding step. The acquisition window is defined to be longer than the maximum RR-interval to ensure data acquisition for each part of the cardiac cycle (Fig. 1B). After the acquisition, the data are sorted based on time stamps that indicate the time to the previous R-wave, and reconstructed into a series of images covering the entire cardiac cycle. We used the second approach where a fixed number of time frames was sampled. At the time the study was performed this was the only available retrospectively gated gradient-echo cine sequence.

Retrospectively gated cine imaging has been shown to have less sensitivity to artifacts such as blurring and lightening, and is less sensitive to irregular heart rates (3). The disadvantage of the retrospectively gated acquisition is the longer scan time compared to prospective triggered acquisition. The reason is that the acquisition window needs to be set at 125% of the average cardiac cycle length.

We sought to study the impact of the gating method on measurements of ventricular volumes and EF in normal subjects.

2. Materials and methods

The study was prospectively planned and was approved by the local Institutional Review Board. Written consent was obtained in all cases.

Fifteen consecutive subjects with no prior history of cardiovascular pathology (seven women and eight men, mean age 52.9 ± 11.2 years) underwent MRI for the evaluation of cardiac function and the determination of cardiac volumes and EF using 6-mm-thick slices. All images were acquired in the same examination. Heart disease was excluded in all subjects before MRI by noninvasive diagnostic techniques (ECG, chest X-ray, treadmill exercise ECG, echocardiography, thallium myocardial scintigraphy). None of the subjects included in the study had a history of hypertension and diabetes. The mean heart rate was 65 ± 13 bpm.

2.1. Image acquisition

MRI was performed with a 1.5 Tesla Scanner (Sonata, Magnetom, Siemens, Erlangen, Germany) using an anterior

![Figure 1. Timing diagram of the prospectively triggered SSFP sequence (A) and the retrospectively gated SSFP sequence (B).](image-url)
and posterior surface coil array (CP Body Array Flex, CP Spine Array, Siemens) and prospective as well as retrospective ECG triggering. The dimensions of the coil elements are about 160 mm in the z-direction (head to feet) and about 460 mm in the x-direction (right to left). A fast imaging sequence with steady-state free precession (SSFP) and constant radiofrequency pulsing was used (4).

On the basis of scout images, cine images were acquired in the short axis and horizontal and vertical long axes. Short-axis images were acquired from the base of the heart (atrioventricular ring) to the apex with 6-mm-thick slices (4-mm interslice gap) during breath holding in end-expiration using a fast gradient-echo sequence (SSFP) with both prospective and retrospective ECG triggering. We used 6-mm-thick slices to avoid major influences by partial volume effects. A 4-mm inter-slice gap was used to allow coverage of the ventricles in 10-mm steps.

Parameters for the prospectively triggered SSFP sequence: temporal resolution = 39 ms, echo time = 1.5 ms, slice thickness = 6 mm, inter-slice gap = 4 mm, FoV read 380 mm, FoV phase 78%, base resolution 256, phase resolution 62%, flip angle = 65°, in-plane pixel size = 2.4 × 1.5 mm, matrix 124 × 256 pixel, number of cardiac phases = 16 (depending on heart rate), number of segments = 13, bandwidth 977 Hz/Px, scan time = 8–10 sec, depending on the heart rate.

Parameters for the retrospectively gated SSFP: temporal resolution = 42 ms, echo time = 1.4 ms, slice thickness = 6 mm, inter-slice gap = 4 mm, FoV read 380 mm, FoV phase 78%, base resolution 192, phase resolution 70%, flip angle = 65°, in-plane pixel size = 2.8 × 2.0 mm, matrix 105 × 192 pixel, number of cardiac phases = 28, calculated phases = 25, number of segments = 15, bandwidth 930 Hz/Px, scan time = 11–14 sec, depending on the heart rate.

### 2.2. Image analysis

Images were analyzed blinded and in a random order with a commercially available computer software Argus (Siemens) by an experienced observer (BS). All patient identifiers and image parameters were removed from the images before analysis. Published criteria were used for the delineation of cardiac borders (5). Papillary muscles and trabeculations were excluded for volume measurements. Contour tracing was aided by reviewing the multiple phase scans in the cine mode. For both left and right ventricular volume assessment, end-diastole was defined visually as the phase with the largest volume, and end-systole as the phase with the smallest volume.

### Table 1. Displayed are the left and right ventricular volumes and EF calculated from retrospective gated and prospective triggered SSFP images, the mean difference, and the 95% limits of agreement

<table>
<thead>
<tr>
<th></th>
<th>Retrospectively gating</th>
<th>Prospectively triggering</th>
<th>Mean difference</th>
<th>P-value</th>
<th>95% limits of agreement</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Left ventricle</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>EDV [mL]</td>
<td>131.2 ± 21.3</td>
<td>117.2 ± 18.1</td>
<td>−13.9 ± 4.4</td>
<td>&lt; 0.0001</td>
<td>−22.7, −5.1</td>
</tr>
<tr>
<td>ESV [mL]</td>
<td>32.2 ± 7.8</td>
<td>31.7 ± 8.9</td>
<td>−0.47 ± 3.5</td>
<td>0.62</td>
<td>−7.5, 6.5</td>
</tr>
<tr>
<td>SV [mL]</td>
<td>99.0 ± 19.2</td>
<td>85.5 ± 16.0</td>
<td>−13.5 ± 4.8</td>
<td>&lt; 0.0001</td>
<td>−23.1, −3.9</td>
</tr>
<tr>
<td>EF [%]</td>
<td>75.3 ± 5.0</td>
<td>72.7 ± 7.2</td>
<td>−2.3 ± 3.3</td>
<td>0.02</td>
<td>−8.9, 4.3</td>
</tr>
</tbody>
</table>

| **Right ventricle** |                         |                          |                |         |                         |
| EDV [mL]          | 137.1 ± 36.4            | 122.9 ± 33.7             | −14.2 ± 3.9    | < 0.0001| −22.0, −6.4             |
| ESV [mL]          | 41.9 ± 14.4             | 42.4 ± 16.0              | 0.5 ± 3.7      | 0.61    | −6.9, 7.9               |
| SV [mL]           | 95.2 ± 23.7             | 80.5 ± 19.2              | −14.7 ± 5.9    | < 0.0001| −26.5, −2.9             |
| EF [%]            | 69.8 ± 4.4              | 66.2 ± 5.2               | −3.6 ± 3.3     | 0.0008  | −10.2, 3.0              |

Abbreviations: EDV = end-diastolic volume; ESV = end-systolic volume; SV = stroke volume; EF = ejection fraction.

Figure 2. Mean and standard deviations of left and right ventricular volumes and EF, displayed as boxplots. EDV, SV, and EF differ significantly according to the gating technique used for image acquisition.
volume (the cardiac phase with minimal cross-sectional diameter). At the base of the heart, slices were considered to be in the left ventricle if the blood was at least half-surrounded by ventricular myocardium. For the basal slice the contours were traced up to the junction of the atrium and the ventricle. Blood volume up to the aortic valve was included in the left ventricular volume. Only the blood volume below the level of the pulmonary valve was included for right ventricular volume assessment. The epicardium and endocardium of the left ventricle and the endocardium of the right ventricle were traced in each end-diastolic and end-systolic slice and the sum of the marked areas used to calculate the total volume. Ventricular end-diastolic volume (EDV) and end-systolic volume (ESV) were calculated from the sum of the outlined areas using the Simpson’s rule. Stroke volumes (SV) and ejection fractions (EF) were calculated from the formula SV = EDV − ESV and EF = SV/EDV × 100%.

To assess interobserver variability of the measurements, a second blinded observer (SK) measured the same data set, unaware of the results of the other observer.

2.3. **Statistical analysis**

Mean and standard deviations (SD) were derived for each of the parameters. The differences in calculated volumes and EF using different gating methods were assessed by using paired t-test. All statistical tests were two tailed, p-value less than 0.05 was regarded as significant. Interobserver variability was defined with the formula (observer A − observer B)/(mean observer A and B). Bland-Altman plots were performed from the measurements obtained by the two observers (6).

3. **Results**

Differences in left and right ventricular volumes and EF are displayed in Table 1 and Fig. 2. EDV and SV calculated from short-axis images were significantly smaller with the prospectively gated SSFP sequence than with the prospectively triggered sequence (mean difference: EDV left: 13.9 ± 4.4 mL, p < 0.0001; SV left: 13.5 ± 4.8 mL,

![Figure 3](image_url). Band-Altman analysis of the differences between left and right ventricular volumes (A) and EF (B) acquired with prospective triggering and retrospective gating.
Table 1. EF was significantly smaller with the prospectively triggered SSFP sequence for both right (mean difference: 3.6 ± 3.3%, p = 0.0008) and left ventricle (mean difference: 2.3 ± 3.3%, p = 0.02). Left and right ventricular ESV remained unchanged (mean difference: ESV left: 0.47 ± 3.5 mL, p = 0.6179; right ESV: 0.5 ± 3.7 mL, p = 0.6083). The Bland-Altman analysis of the differences between left and right ventricular volumes and EF acquired with prospective triggering and retrospective gating are displayed in Fig. 3.

4. Discussion

Cardiovascular magnetic resonance imaging (CMR) allows accurate and reproducible evaluation of left and right ventricular function and determination of left and right ventricular volumes and ejection fraction (7–12). Because of rapid technical advances in the field of CMR, image acquisition with faster gradient-echo sequences has become possible. The advantages are a shorter breath hold period and greater temporal and spatial resolution, which results in better blood-myocardium contrast, and greatly facilitates the identification of the ventricular endocardium and epicardium.

For volumetric assessment, the right and left ventricles are imaged in slices at fixed intervals from the base (atrioventricular ring) to the apex. The surface contours of the endocardium and epicardium are delineated (Fig. 1) and the ventricular volumes derived by summation with the assistance of computer software.

Using prospectively triggered image sequences, the acquisition window has to be set 10–20% below the average cycle length. Therefore, only 80–90% of the entire cardiac cycle is covered and is available for data analysis (Figs. 1 and 4). Due to the fact that no data is recorded for the remaining 10–20% of the cardiac cycle, the late diastole, EDV calculated from images acquired with a prospectively triggered gradient-echo sequence may be underestimated. This might result in significant differences in SV and EF.

We therefore addressed the question of whether the gating method significantly influences ventricular volume and EF measurements.

We found that EDV, SV, and EF differ significantly depending on the gating method used for image acquisition. The global EF is underestimated by the prospective triggering method. The values for ESV remained unchanged for both ventricles regardless of the gating method used for image acquisition. The difference of the results between the two gating methods is explained by the fact that the late diastole is not covered by prospective triggering, whereas the entire

![Figure 4](image-url)
cardiac cycle is covered by retrospective gating. Therefore, differences in EDV, but not in ESV are expected. However, the differences in left ventricular EF (−2.3 ± 3.3%, p = 0.02) are small and may not be of clinical relevance, although they were significant. The difference for the right ventricle is larger (−3.6 ± 3.3%, p = 0.0008). That might be explained in part by partial volume effects resulting from through-plane motion effects due to extensive longitudinal systolic contraction and diastolic relaxation of the non-elliptical shaped right ventricle.

Because of the over-sampling required for the retrospective gating method, the scan parameters were different between the two acquisitions. The spatial resolution was better in the prospectively triggered sequence than in the retrospectively gated sequence. The matrix size of the retrospectively gated sequence was reduced to avoid intolerable breath-hold durations. The scan parameters were optimized for the sequence and gating method to get the best image quality within a reasonable breath-hold time. However, the differences in the parameter setting could potentially have affected the results.

Retrospective gating is recommended for patients with irregular cardiac cycles, due to frequent premature beats and other kind of arrhythmias.

However, we did not attempt to study the difference in volumes and EF between these two gating techniques in patients with irregular heartbeats. We wanted to point out the difference in volumes and EF in subjects with normal sinus rhythm. In addition, the retrospectively gated SSFP sequence we used in our study was not very robust in patients with arrhythmias and the image quality was poor. This might be due to the fact that the sequence was not ECG triggered. First experiences with a recently developed retro-gated triggered SSFP sequence with arrhythmia rejection are very promising. Unfortunately, this sequence is currently only available for a few centers as a “work in progress package.” Centers who have access to this improved sequence might be encouraged to address this issue.

MRI offers multiple different ways to change image and sequence settings. Differences in sequence as well as in parameter settings may result in different study results. As yet no standardized parameter setting for image acquisition and volume and EF assessment has been established. Therefore, imaging and sequence parameters need to be taken into account when using published data for reference values to distinguish between normal and abnormal. The gating method has a significant impact on volume and EF measurements. The global ventricular EF is underestimated by the prospectively triggered technique.

Acknowledgments

The authors thank Wolfgang Rehwald, Ph.D., for his helpful comments on the manuscript.

References